A 54 year-old man with an asymptomatic 5.9 cm AAA was treated with an Excluder® 26 mm/14.5 mm/16 cm endoprosthesis (Gore, USA). Initial aortic morphology showed a proximal neck of 2.0 cm of extension by 23 mm of diameter. The common iliac arteries measured 13 mm in right diameter and 12 mm in left diameter. No endoleak was detected immediately after the procedure.
Part II -What was done?
Endovascular intervention was performed using a right aorto-mono-iliac Zenith® endoprosthesis (Cook, USA) 28 mm/125 mm with and extension 12 mm/88 mm deployed inside the previous one and an occluder 14 mm/20 mm for the left iliac artery. Pre-procedure aortography showed no evidence of endoleak. After endograft deployment, a femoro-femoral crossover left-right bypass graft with 8 mm PTFE was carried out. No complication was noted and the patient was discharged after two days.
After six months, a new CT scan showed an aneurysmal diameter of 6.5 cm, i.e., a reduction of 1 cm compared with the pre-intervention exam (Figure 4) .
CT scan studies were all performed using a 16-slice helical scanner. All series, including noncontrast images, were obtained at 5.0 mm thickness. Arterial phase images were obtained at 3.0 mm thickness and later reconstructed at 1.5 mm thickness.
The mechanism of persistent sac pressurization without endoleak has yet to be explained. It seems to be the result of altered the design of the Excluder® with the aim of decreasing porosity; the effect of this change on reducing the incidence of endotension is still under investigation. Recent work has showed that sac behavior after EVAR with this newer low-permeability Excluder® endoprosthesis is significantly improved compared with the previous one. This new design may be a solution for the endotension problem.
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Treatment for patients with endotension remains controversial. Mennander et al. 12 proposed a nonoperative approach for endotension. In their study, three patients presented ruptured aneurysm during the follow-up, without associated hemorrhage, confirming a continuous increase in sac size and aneurysm wall tension in the presence of an effective endograft seal. Evidently, sac enlargement is not always associated with blood flow inside the sac, and continuous filtration of transudative material through the pressure transmission and fluid accumulation facilitated by increased graft porosity, like that observed in the original PTFE from the Gore Excluder® device. 8 Kotke-Marchant et al. 9 demonstrated that graft fabrics could activate leukocytes and the complement system to varying degrees: PTFE exhibited minimal complement activation and leukocyte adhesion, but dacron strongly activated both complement and leukocytes. Trocciola et al., 10 reported transudation of serum components in an animal model of aortic aneurysm that had been excluded with an expanded PTFE stent graft. By comparison, aneurysm exclusion with a dacron stent graft resulted in significantly less pressure transmission in the aneurysm sac and demonstrated greater thrombus organization. Gore Excluder® has been shown to have a lower incidence of aneurysm sac shrinkage. Melissano et al showed an incidence of 37% for Excluder®. 8 In 2004, Gore graft may result in sac rupture. The fact that the aneurysmal sac can burst because of endotension and the poorly understood consequences of this rupture make conservative treatment fail as a better choice for such patients. A recent consensus recommended that aneurysmal sac enlargement associated with endotension needs to be treated. 13 Open surgery can be a definitive solution, but it can be difficult to recommend it because of the surgical risk of most of these patients.
Different authors have described techniques without aortic cross clamping and other less invasive options. Risberg et al. 5 reported that puncture, fenestration or resection of the sac did not seem to be adequate. Mory et al. 14 suggested an open surgical approach based on decompression and fenestration of the aneurysm sac, proximal aortic neck banding, and transmural endograft fixation with good results in three cases. However, this technique did not obviate major laparotomy and did not exclude the endograft that retained its porosity.
Various authors have proposed treatment with endograft relining with satisfactory results. Goodney & Fillinger 15 reported nine cases using another Excluder® device with a mean follow-up of 16 months, in which mean diameter decreased 2.0 mm/year and mean sac volume decreased 2.6% per year. They argued for a selective strategy in three ways: reline limbs only; reline limbs only and advance the bifurcation; and reline with aortic cuff and limbs. It depends on the parts in contact with the sac. Kougias et al. 6 also reported cases of endograft relining with another Excluder® component. The use of aortic cuffs and limbs clearly does not totally eliminate contact between the relatively porous PTFE graft and flowing blood. The authors believe that the dynamic process of transudation and resorption would be tipped in favor of resorption. Sac expansion appeared to be arrested by relining the high-permeability device with low-permeability Excluder® endoprosthesis components. Conversely, the nature of the original expansion pattern makes it difficult to declare that the relining procedure with another PTFE is a definitive solution for endotension.
In our report we did not detect any previous endoleak and the patient was not submitted to any intervention other than aortouniiliac endograft with femorofemoral crossover bypass. We describe a technique with total exclusion of the previous components using a graft with known low permeability, such as dacron from Zenith® graft. Smith et al. showed a rapid sac diameter decrease of 41 mm in six months. 7 In our case, the sac decreased by 10 mm in six months. This case reports a valuable minimally invasive option for patients with endotension and an alternative to open surgical conversion or relining with another PTFE graft.
In conclusion, an increase in aneurysmal sac diameter by endotension after EVAR is an indication for intervention. For patients with advanced age or poor clinical conditions, a minimally invasive technique may be more suitable than open surgical conversion. Endovascular treatment of endotension with dacron stent graft seems to be a safe and efficient alternative to relining with another PTFE stent graft. 
